


 

 

Technologies, Inc.) connected to a computer. Patients use a lip retractor to 
exposure their teeth in the teeth-imaging experiments. 

The Uncertainties 
There are many sources of uncertainties in real clinical tooth-
imaging trials. Besides the uncertainties due to the instrument, 
measuring errors caused by patients are also involved in. Several 
experiments were designed and conducted to investigate these 
errors. 
 
The primary light source used in the tooth-imaging system was an 
annular array of Light Emitting Diodes (LEDs).  The mechanism 
of light production in the LED arises from the phenomenon of 
electroluminescence. The intensity of the LED can be controlled 
by adjusting the input voltage from the power supply. A tele-
spectroradiometer (TSR) was used to measure the radiance of a 
white tile located at the subject’s position in the system. The 
temporal repeatability of the light source was found to be poor, the 
variation was over 10 % during a three-week measurement. In 
order to get a more stable light source, the intensity of the LED 
was controlled with the aid of a program written in MATLAB to 
ensure that the output RGB from the live video of the white tile is 
nearly the same over time. By this method, the repeatability of the 
system was improved dramatically. As this repeatability is a 
combination of the repeatability of the light source and the digital 
camera, in this paper it was reported in the performance test of the 
characterization of the system. 
 
Colour rendering index (CRI) is a unit of measure that defines how 
well colors are rendered by different illumination conditions in 
comparison to a standard. In order to test the ability of the LED 
light source to reproduce various colors when comparing with the 
CIE D65, a method devised by CIE based on measuring eight 
sample colours was used to calculate the index. The light source 
was found to be 78 CRI rating, which could be considered to be 
not poor for colour rendering compared with the daylight D65. 
 
One of the most important parts of measuring tooth colour using 
digital camera is characterization, which is to establish the 
relationship between the camera RGB space and the device-
independent representation (XYZ). High accuracy and precision 
are two targets in the procedure of building the characterisation 
model. The characterization procedure of the Jai camera consisted 
of three steps: linearization, uniformity correction and polynomial 
modeling. After evaluating three polynomial transforms (1st –order, 
2nd-order and 3rd-order), a camera characterization model was 
constructed based upon a linear transform, the coefficients of 
which were optimized based on a set of reference porcelain teeth 
samples (the Vita 3D shade guide). 
 
In practical dental imaging trials, although the positions of the 
camera and the holder for patients are approximately fixed, the 
head of patients could easily go a little forward or backward, 
which could makes the image lighter or darker due to the different 
distances. Whether this effect is significant to the system 
consistency is unknown. In order to find out the effect of the 
distance uncertainty in the dental imaging system, images of a 

tooth sample (which is in the middle of the rank of the teeth from 
3D shade guide) on 25 different positions with 1mm interval in the 
lens-axes direction. The middle position is the one on the camera 
focus plan, which is supposed to be the position for taking 
standard image in tooth-image trials. 
 
Another problem in clinical tooth-imaging is the effect of patients’ 
teeth drying over time during trials. In order to investigate the 
influence of teeth drying, an experiment was carried out to take 
images of teeth before and after drying. Four images for each of 10 
patients were taken with 1-minute intervals over about 3 minutes. 
The first image was taken immediately after the patients put their 
heads on the subject holder (with wet teeth).  The four images 
were designed to show the changes in colour of teeth on different 
drying levels.  

Results and Discussion 
For instrumental uncertainties, since temporal variation caused by 
light source was minimized by programming control and spatial 
non-uniformity was corrected by one additional stage in 
characterization, the main task left is to test the performance of the 
characterization model of the system. The accuracy of the system 
illustrates how far away from the real (or target) XYZ values are 
the XYZ values predicted by the system. It was found that the 3rd-
order polynomial model has the best performance for the training 
set (26 teeth from the 3D shade guide), with an average colour 
difference about 0.69 ∆E*

ab unit. Whereas for the test set, Vita 
Classical shade guide (16 teeth), the 1st and 2nd-order polynomial 
models appear to fit the data better, with average colour 
differences less than 3 ∆E*

ab unit. 
 
The repeatability (or precision) of the system shows how stable the 
tooth-colour reproduction is over time. The system was first 
calibrated (the intensity of the light source was set to give 
consistent results) and then the test set (Vita Classical shade guide, 
16 teeth) was captured once per day over five days. The average 
colour difference of the five-days measurements compared with 
the overall mean value was found to be about 0.80 ∆E*

ab unit for 
the porcelain teeth.  
 
For testing the influence of distance variation, a test sample was 
moved forward and backward in 12 steps, with 1mm interval. The 
RGB values were grabbed and converted into L*a*b* to investigate 
the perceptible difference. Generally, heads of patients move in a 
small range of about -1cm to 1cm, the percentage average camera 
RGB error was about 5%, after the nonlinear transform, the 
average colour difference in the -1cm to 1cm range was about 0.44 
∆E*

ab unit. 
 
Figure 2 summarizes the results of the teeth-drying test. It can be 
seen that drier teeth become darker and yellowier than wet teeth. It 
may be caused by less specular refection from the drier teeth and 
also the temperature of the teeth may increase after being under the 
high intensive light source for long time. Although there is an 
obvious trend of colour changes for teeth drying, actually, the 
changes are quite small within 3 minutes. With the time past, L* 
and a* values decrease about 1%, b* value increases about 2%. 
The average colour difference within 3 minutes was about 0.37 
∆E*

ab unit, with the maximum value of 0.57 ∆E*
ab unit on the forth 



 

 

capture. So when taking images, it may be prudent to ask patients 
to wet their teeth once per minute when waiting for the capture.  
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Figure 2 Colour changes in CIELAB space in the teeth drying test during 3 

minutes. 

 

Conclusion 
Figure 3 summarizes the overall uncertainty results in ∆E*ab units. 
It can be clearly seen that the inaccuracy of the characterization 
model was the major source of error in tooth-colour measurement, 
whereas all the other uncertainties were lower than 1 ∆E*ab units. 
The accuracy of the system is essential in tooth-imaging, for most 
tooth-imaging trials; however, a reliable and repeatable imaging 
system is arguably even more important. It can be believed that the 
system was practically stable for the tooth imaging task, as colours 
within 1 ∆E*

ab unit can hardly be distinguished by normal human 
perception. 
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Figure 3 Overall uncertainties in tooth-imaging in CIE ∆E*
ab unit. 
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